[Comparison of 2 exchangers of heat and humidity in anesthesia (Hygrobac vs Ultipor BB50)].
Comparison between Hygrobac and Ultipor BB50, two commercially available heat and moisture exchangers, shows that the former is more efficient: temperature (T degrees C) and water content (absolute humidity, AH) of the inspired gas is greater with Hygrobac than Ultipor BB50. However, both HMEs work at the low limit of the normally accepted range of T degrees C and AH for intubated patients.